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With multiplex-quadrature detection (MQD) the tasks of coher- 
ence selection and quadrature separation in W-dimensional 
heteronuclear NMR experiments are merged. Thus the number 
of acquisitions required to achieve a desired resolution in the 
indirect dimensions is significantly reduced. The minimum 
number of transients per indirect data point, which have to be 
combined to give pure-phase spectra, is thus decreased by a 



factor (3/4) N ~\ This reduction is achieved without adjustable 
parameters. We demonstrate the advantage by MQD 3D HNCO 
and HCCH-TOCSY spectra affording the same resolution and 
the same per-scan sensitivity as standard phase-cycled ones, 
but obtained in only 56% of the usual time and by resolution 
improvements achieved in the same amount of time. 



1. Introduction 

1.1. Accelerating Multi-Dimensional NMR 

Multi-dimensional NMR spectroscopy is an essential tool in 
chemistry and structural biology. Recent efforts to improve on 
the methodology target its main weaknesses: low sensitivity 
and long time requirements. Continuous innovations in NMR 
hardware (e.g. higher magnetic field strengths, cryogenically 
cooled probe circuits and preamplifiers, 111 and the upcoming 
very promising hyper-polarization techniques' 2,31 ) have alleviat- 
ed the basic sensitivity bottleneck for many NMR applications. 
Given sufficient physical sensitivity, the time required for a 
multi-dimensional NMR experiment is mostly determined by 
two factors: 1)the number of indirect time increments, which 
grows exponentially with the number of dimensions and 
2) the coherence selection process. Presently, there are a 
number of different approaches to reduce total experiment 
times by acquiring the same information in less time. Promi- 
nent examples are sparse-sampling techniques, 141 single-scan 
multi-dimensional NMR, 151 and relaxation optimization as, for 
example, in fast heteronuclear single quantum coherence 
(FHSQC) schemes. 161 

Our goal is improving the overall acquisition efficiency by re- 
ducing the total number of acquisitions required. At the same 
time information is retained, which is often discarded prema- 
turely in today's routine pulse sequences, either by gradient 
defocusing during evolution, or by linear combination during 
acquisition. We strive to increase the coherence selection effi- 
ciency in phase cycling 171 based on concepts by Ivchenko 
et al. [81 They obtained pure-phase 2D spectra of solids by differ- 
ent linear combinations of phase-shifted N- and P-type spectra 
derived from a single raw data set. Previously we used cog- 
wheel multiplex-phase cycles in homonuclear 2D correlation 
spectra. 191 Multiplex-quadrature detection (MQD) is introduced 
herein as a way to accelerate common multi-dimensional NMR 



experiments, in particular heteronuclear correlation experi- 
ments, utilizing the nested multiplex-phase cycling. 



1.2. Quadrature Detection in the Indirect Dimensions 

Quadrature detection in the indirect dimensions is an impor- 
tant prerequisite to obtain pure-phase spectra. It can usually 
be achieved either by the States method, 1101 that is, acquiring a 
pair of free induction decays (FID) with and without a relative 
90° phase shift between the excitation and mixing blocks, or 
by acquiring separate echo and anti-echo FIDs (N/P-selec- 
tion), ml with subsequent linear combination. Many variants of 
these schemes have been developed over time, 111,121 like time 
proportional phase incrementation (TPPI), 1131 States-TPPI, 1141 and 
echo/anti-echo (EA)-TPPI. Essentially they can all be traced 
back to one of the two basic schemes. The minimum total 
number of 1D FIDs, n tot , required to obtain a phase-sensitive N- 
dimensional NMR spectrum, is thus determined by the length 
of the basic phase cycle M and the numbers of points n, re- 
quired to achieve the desired resolution in each indirect di- 
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mension as shown in Equation (1): 



n tot = 2 N - 1 M[]n, 



in M in Equation (1), times 2 W ~\ for the quadrature detection). 
The decrease of n tot described in Section 2 corresponds to re- 
ducing the factor 2 N ~ 1 xM by merging coherence selection and 
quadrature separation in a multiplex manner. 



The factor 2 W_1 is due to the quadrature detection requiring ac- 
quisition of one pair of FIDs (either sine and cosine modulated 
or echo and anti-echo) for each time increment in each indi- 
rect dimension. 

Echo/anti-echo based schemes can be implemented easily 
by applying pulsed field gradients during evolution 1151 requir- 
ing only two FIDs per time increment but at the cost of irrever- 
sibly defocusing the complimentary component in each transi- 
ent, that is, discarding 50% of useful signal, thus losing ca. 
30% of the per scan signal-to-noise ratio. In the quest for ulti- 
mate sensitivity and efficiency we focus on generally applica- 
ble approaches and therefore exclude methods with gradients 
during evolution times. It is noteworthy, that in conventional 
implementations of phase-cycled experiments, such waste of 
potentially useful information is also common, since the FIDs 
from individual steps are often co-added immediately. Sensitiv- 
ity improvement techniques as introduced by Kay et al. [161 alle- 
viate the sensitivity loss in experiments with gradients during 
evolution for some multi-dimensional heteronuclear experi- 
ments. But since the same modifications can also be applied 
to the corresponding phase-cycled correlation experiments/ 171 
the MQD gain in per-scan sensitivity, as outlined below, can 
also be applied to these sensitivity improved experiments. 

Typically multi-dimensional heteronuclear chemical-shift cor- 
relation experiments in NMR, like the ones most frequently 
used for bio-macromolecules, consist of an excitation block fol- 
lowed by a series of single-quantum coherence evolution peri- 
ods connected by mixing sequences tailored to the specific in- 
formation sought. Herein we focus on the common type of ex- 
periment, where multiple single-quantum evolution times 
occur. Apart from the specific requirements of the mixing 
blocks, the basic conventional phase cycle derives from a two- 
step phase alternation for each indirect dimension to suppress 
axial peaks, which adversely affect spectral quality even when 
pushed to the edges of the respective indirect dimensions by 
use of TPPI. 1131 A 180° phase change of the pulse or block pre- 
ceding an evolution period is applied in concert with receiver 
phase inversion in order to suppress the pathway through co- 
herence order zero, which causes axial peaks in the respective 
dimension, such as seen in cases of non-perfect 90° pulses or 
fast relaxation, for example, in paramagnetic proteins. 1181 As 
outlined above, to achieve quadrature separation usually, for 
each increment of each indirect dimension, two FIDs with 90° 
shifted relative phases of the coherence-transfer pulses are ac- 
quired separately. In the original TPPI method 1131 this doubling 
of recorded transients is masked by a virtual doubling of the 
spectral width, which however has the same overall effect of 
doubling the experiment duration. Thus, excluding gradient se- 
lection during evolution periods for the reasons given above, 
the minimum total number of acquired transients in an N-d\- 
mensional NMR experiment scales with 4 N ~ 1 (that is 2 N_1 for 
the basic axial peak suppression phase cycle, which is included 



2. Results and Discussion 

2.1. Multiplex-phase cycling to Achieve Quadrature 
Separation 

Cycling the phase(s) of the excitation pulse(s) preceding the in- 
direct dimension in a 2D NMR experiment in three (or more) 
steps allows one to select either coherence order p=1 or p = 
— 1 by changing only the receiver phase (Figure 1). Following 
the fundamental idea of multiplex-phase cycling 181 one can 
store the FIDs corresponding to each phase-cycle step sepa- 
rately in a raw data set (advantageously in an interleaved 
manner), while the spectrometer receiver phase is unchanged. 
The receiver phase shift can then be achieved by post-acquisi- 
tion computation. Coherence selection is consequentially ac- 
complished by complex linear combinations of these primary 
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Figure 1 . Graphs of the indirect evolution parts of an /V-dimensional pulse 
sequence. Cartesian product operators (computed with POMA 1241 ) and coher- 
ence pathways (from CCCP 1231 ) are shown for one and for two indirect di- 
mensions. In case of W = 2 a three-step phase cycle <P, on one 90 pulse is 
sufficient. As shown by the product operators and the coherence-transfer 
pathways in the dark grey box, using different receiver phase cycles 
<2> 2+1 = (2:t/3) (0,2,1) and * 2 '-' = (2jt/3) (0,1,2) either the echo or the anti- 
echo pathway can be selected. In case of a 3D experiment the phase cycle 
is extended to nine steps since a second pulse has to be phase cycled (<P 2 )- 
All possible combinations of echo and anti-echo pathways in the two indi- 
rect dimensions can be selected with the receiver phase cycles 
<2> 3+,+1 = (2Jt/3) (0,2,1,2,1,0,1,0,2), * 3+ ''- 1 = (23t/3)(0,2,1, 1,0,2,2,1,0), 
# 3 ' 1+, = (2Ji/3)(0,1,2,2,0,l,1,2,0), and 0 3 '-''" 1 = (2jr/3) (0,1,2,1,2,0,2,0,1). 
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raw FIDs. Different linear combinations, corresponding to dif- 
ferent selections of coherence-transfer pathways, can thus be 
obtained without additional acquisitions. For this purpose the 
signal S m obtained for each phase-cycle step m is multiplied by 
a complex coefficient exp[— i0 N,pli) (m)]. These coefficients 
depend on the virtual receiver phase cycle <P Np<i) for an N-d\- 
mensional experiment selecting coherence order p(/') during 
the indirect evolution period (j taking values from 1 to N— 1). 
The post-acquisition phase-shifted FIDs of the /W-step phase 
cycle are then combined, according to the Equation (2): [sl 

M 

SP»(t)=E S »( f ) e " i *""' W(m) ( 2 ) 

m=1 

Cycling the excitation-pulse phase in three steps of 120° for 
each indirect dimension gives an overall number of 3 W_1 FIDs, 
which are recorded and stored separately and combined to 
the echo [p(1)= + 1] and anti-echo [p(1) = — 1] linear combina- 
tions for each time increment. Alternatively a cogwheel phase- 
cycling scheme 1191 can be used, which may be beneficial for 
multiple-quantum evolution times. 

The echo FID S +1 and the anti-echo FID S 1 are calculated as 
shown in Equations (3) and (4): 

S +1 (f) = ^S m (f) e -'* 2+ » (3) 

m=l 

S- 1 (f)=^5 m (f)e-'* ! -'( m ' (4) 

m=l 

using two virtual receiver phase cycles with 0 2,+1 = (2it/3) 
(0,2,1) and CP 2 '" 1 = (2jt/3) (0,1,2) on the same three actual FIDs. 
After the linear combination the echo and anti-echo FIDs for 
each time increment of the indirect dimension are stored alter- 
nately. This procedure yields an echo/anti-echo data set, which 
can be processed in the conventional way and leads to pure- 
phase spectra. In Figure 1 the excitation-pulse phase cycle for 
recording the raw data set and the coefficients representing 
the virtual receiver phase cycles, which are used to calculate 
the linear combinations to give the echo and anti-echo parts, 
are shown for 2D and 3D experiments. 

This concept can be expanded straightforwardly to higher- 
(A/-) dimensional experiments by constructing nested three- 
step phase cycles for each indirect dimension. With nested 
three-step multiplex-phase cycling, the minimum total number 
of FIDs is 3 N ~\ giving a time reduction by a factor (3/4) w_1 as 
compared to the conventional phase cycled States or EA ex- 
periment. A number of scans smaller than this is only possible, 
when compromising either the per-scan sensitivity (e.g. by gra- 
dients during evolution) or coherence selectivity (e.g. by omit- 
ting axial peak suppression). The benefit is bigger for higher- 
dimensional experiments, since spectra with the same sensitivi- 
ty and resolution can be obtained in significantly less time (i.e. 
for 2D, 3D, 4D, 5D and 6D spectra only ca. 75%, 56%, 42%, 
32%, and 24% of the respective time is needed). Basically 
these time savings are achieved by combining coherence se- 
lection and quadrature separation. Keeping the total experi- 



ment time constant, this saving can of course be utilized to in- 
crease the resolution in the indirect dimensions. Moreover, this 
approach can probably be combined with other acquisition ac- 
celerating techniques, such as non-uniform sampling, 14 * band- 
selective optimized-flip-angle short-transient (SOFAST), 1201 re- 
duced dimensionality, 14 " 1 projection reconstruction 1461 as well as 
transverse relaxation optimized spectroscopy (TROSY)/ 211 and 
cross relaxation-enhanced polarization transfer (CRINEPT). 1221 

To assess the selection efficiency of the multiplex-phase 
cycled experiments the programs CCCP 1231 (for simulating co- 
herence-transfer pathways) and POMA [241 (for Cartesian product 
operator calculations 1251 ) were used. The results of the MQD 
pulse sequences for basic 2D and 3D NMR experiments are 
summarized in Figure 1. The spectra shown in Figure 3 com- 
paring MQD to States and States-TPPI applying deliberately 
misset pulses, with and without phase cycling for axial peak 
suppression, prove the axial peak suppression efficiency to be 
on par with the slower classical approach. 

2.2. 3D HNCO and HCCH-TOCSY 

As demonstration examples we present 3D MQD triple reso- 
nance 'H- ,5 N- ,3 CO correlation (HNCO) experiments as the proof 
of principle and technically more demanding 3D MQD 'H- 1 H 
correlation via ,3 C- ,3 C isotropic mixing (HCCH-TOCSY) spectra 
of the photosynthetic protein PsbQ 1261 and of ubiqutin. The re- 
sults are compared to spectra obtained using standard States- 
TPPI pulse sequences. We implemented the MQD scheme by 
modifying the standard pulse sequences 1271 as shown in the Ex- 
perimental Section. In Table 1 we compare signal amplitudes, 
noise levels, and signal-to-noise ratios obtained by averaging 
over all resolved peaks in the MQD and States-TPPI HNCO and 
HCCH-TOCSY spectra of PsbQ and ubiquitin. 



Table 1. Theoretical and experimental average relative signal, noise, and 
signal-to-noise values from standard and multiplex 3D HNCO and HCCH- 
TOCSY spectra. 


quad, scheme rel. signal rel. noise 


rel. SIN 


States TPPI set to 1.00 set to 1.00 
MQD (theory) 0.56 (9/16) 0.75(^9/^16) 


set to 1 .00 
0.75 


Average over 102 peaks (HNCO of PsbQ) 


MQD 0.56±0.01 0.74±0.05 


0.76 ±0.06 


Average over 126 peaks (HCCH-TOCSY of ubiquitin) 


MQD 0.57 ±0.06 0.75 ±0.1 6 


0.78 ±0.1 8 



The experimentally determined ratios closely match the the- 
oretical ones. These results corroborate that in only 56% of 
the time required for conventional phase-cycled 3D experi- 
ments the MQD approach yields pure-phase spectra with the 
same resolution and the same per scan signal-to-noise ratio. 

Figure 2 shows examples of 1 D cross-sections of the experi- 
mentally obtained 3D spectra, which were used to determine 
the signal-to-noise ratios. 
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Figure 2. 1 D cross sections of MQD and standard HNCO spectra of PsbQ 
{d co = 177.5 ppm, <5 N = 106.5 ppm) and HCCH-TOCSY spectra of ubiquitin 
(<3 C = 62.2 ppm, <5 H = 3.33 ppm). It can be seen that the signal ratio between 
the multiplex and the standard experiment closely corresponds to the theo- 
retical value of 9/16. The solvent signal is at 4.7 ppm. 




5('H)/ppm 



Figure 4. 2D slices of the States-TPPI (left) and MQD (right) HNCO experi- 
ments of the protein PsbQ (including assignment of peaks; n.a. means that 
this peak could not be assigned). B6bl The 3D spectra were obtained in the 
same amount of time by acquiring a different number of data points in the 
indirect dimensions (TD1 =54 and TD2 = 96 using the standard sequence 
and TD1 =TD2 = 96 using MQD,). The MQD raw data were pre-processed as 
described in the Experimental Section. Then the 3D data sets were pro- 
cessed in TopSpin 2.1. Zero-filling in both indirect dimensions to 256 data 
points and squared-cosine-window functions were used. 



The reduction of the phase-cycle length raises the question, 
if the suppression of axial peaks is affected. To address this 
issue the results of axial peak suppression tests of the multi- 
plex-quadrature scheme are shown in Figure 3. In these experi- 
ments differently quadrature-detected and phase-cycled 2D 
HNCO spectra of ubiquitin were obtained under suboptimal 
pulse conditions (all pulse lengths set to 90% of the calibrated 
values). 




10 8 6 10 8 6 10 8 6 10 8 5('H)/ppm 



Figure 3. 2D HNCO spectra of ubiquitin with a) MQD, b) States, without axial 
peak suppression phase cycle, c) States TPPI without axial peak suppression 
phase cycle and d) States TPPI with axial peak suppression (0 , 180 ) phase 
cycle. The pulse lengths were misset to 90% of the calibrated values. It can 
be seen that even under such unfavorable conditions the axial peak and sol- 
vent-artifact suppression efficiency of the MQD experiment (a) is equivalent 
to the one in the standard phase-cycled experiment (d). In all these plots, 
the contour levels are equal. 

Instead of shortening experiments at unchanged resolutions 
one can take the advantage of the saved time to achieve reso- 
lution enhancement. Therefore, we compare results of an MQD 
to a States-TPPI HNCO experiment obtained in the same 
amount of time. In the standard experiment 27 complex points 
were acquired in the carbon dimension, while in the MQD ex- 
periment 48 complex points could be recorded in the same 



time. In Figure 4 we show a representative region of the 
proton-nitrogen plane at the 13 CO chemical shift (179.9 ppm) 
of residue L104. An intense cross-peak connects this C to the 
'H 15 N pair of Q105. Six cross-peaks, four of them with similarly 
high amplitudes, appear in the States-TPPI HNCO due to simi- 
lar CO shifts. Only the four bigger peaks appear in the same 
plane of the MQD HNCO experiment, and significant amplitude 
differences reduce assignment ambiguities substantially. This 
comparison corroborates the advantage of using the time 
saved by the multiplex approach to accommodate more evolu- 
tion-time increments, thereby increasing the resolution in the 
indirect dimensions. 

3. Conclusions 

We introduced multiplex-quadrature detection (MQD) and im- 
plemented it on a commercial (Bruker) NMR spectrometer. The 
concept is generally applicable to all indirect evolution dimen- 
sions of A/-dimensional pulsed NMR spectra and offers a time 
reduction of (3/4) N_1 compared to conventional spectra, while 
retaining resolution, axial peak suppression, and per-scan sen- 
sitivity. The processing is fully linear, requires no adjustable pa- 
rameters and introduces no systematic artefacts. The method 
was demonstrated by a 44% timesaving in 3D HNCO spectra 
of the photosynthetic protein PsbQ as well as in 3D HCCH- 
TOCSY spectra of ubiquitin, compared to States-TPPI-based ex- 
periments. Application of this method is recommended in 
cases, where the experiment duration is mainly determined by 
resolution rather than signal-to-noise requirements. The time 
saved can alternatively be used to increase the resolution in 
the indirect dimensions. The additional processing time for cal- 
culating linear combinations on the spectrometer's computer 
is insignificant. This approach is especially beneficial for three- 
and higher-dimensional experiments and the combination 
with other time saving methods, such as sparse sampling tech- 
niques 141 should be straightforward. Generally, we presume that 
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many more NMR methods can be made more efficient by mul- 
tiplex approaches. The immediate linear combination used in 
most pulse programs today is a relic of the time when com- 
puters were slow and mass storage was expensive. Storing 
phase-cycle steps separately should become the rule, since it 
allows to extract additional information just by (re-)processing. 
Multiplex-quadrature detection and multiplexed multiple- 
quantum filtered COSY 191 are only the first steps into this direc- 
tion. 

Experimental Section 

3D HNCO spectra of the photosynthetic protein PsbQ 1261 (0.39 itim 
uniformly 13 C, 15 N labelled PsbQ in 20mM phosphate buffer con- 
taining 1 mu EDTA, pH 7.5, 93%H 2 0/7%D 2 0) as well as 3D HNCO 
and 3D HCCH-TOCSY spectra of uniformly 99% "C, ,5 N labelled 
ubiquitin (1 itim) in phosphate buffer (50 mM, 95%H 2 0/5%D 2 0) 
were acquired on Bruker DRX and Avance III 500 MHz spectrome- 
ters equipped with a cryogenically cooled triple resonance (TXI) 
probe. Conventional probe tuning 1281 was employed and not 
changed between the standard and MQD experiments. 
For 3D HNCO a pulse sequence 12731 containing a WATERGATE 
block 1291 and using States-TPPI 1141 for quadrature detection in both 
indirect dimensions was used. The multiplex approach was imple- 
mented in this pulse sequence by changing the phase cycles of 
the excitation pulses prior to the evolution times to be increment- 
ed in three steps of 120°. The 90° phase shifts for States-type 
quadrature separation were omitted. In addition each FID corre- 
sponding to a single phase-cycle step was stored separately. The 
analogous procedure was used in case of the 3D HCCH-TOCSY se- 
quence. 1271 ' 1 The post-acquisition linear combination was imple- 
mented in C as a Bruker au-program (TopSpin 2.1), which linearly 
combines the original FIDs according to the virtual receiver phases 
[Eq. (2)] by multiplying with exp[-/<£> 3 ' pM (m)]. The combined data 
are then stored in the same manner as a double echo/anti-echo 
3D data matrix, which can be processed applying the usual proce- 
dures. The modified pulse programs, the post-processing program, 
and additional details are available in the Supplementary Informa- 
tion. 

Acknowledgements 

These results were first presented in part at the 52nd ENC, April 
I0th-15th 2011, Asilomar Conference Center, Pacific Grove, Cali- 
fornia. We are grateful to Dr. Wolfgang Bermel (Bruker BioSpin) 
for crucial assistance in the programming. Financial support 
through the Austrian Science Fund (FWF), project P19635-N17, 
was received. The 500 MHz Avance III spectrometer console was 
purchased in collaboration with the University of South Bohemia 
(CZ) with support from the European Union through the EFRE IN- 
TERREG IV ETC-AT-CZ programme (project M00146 "RERTuasb"). 



[1] P. Styles, N. F. Soffe, C. A. Scott, D. A. Crag, F. Row, D.J. White, P.C.J. 

White, J. Magn. Reson. 1984, 60, 397-404. 
[2] R. G. Griffin, T. F. Prisner, Phys. Chem. Chem. Phys. 2010, 12, 5737-5740. 
[3] T. Maly, G.T. Debelouchina, V. S. Bajaj, K. N. Hu, C. G. Joo, M. L. Mak-Ju- 

rkauskas, J. R. Sirigiri, P. C. A. van der Wei, J. Herzfeld, R. J. Temkin, R. G. 

Griffin, J. Chem. Phys. 2008, 128, 052211-1 -0522211-19. 
[4] a) T. Szyperski, G. Wider, J. H. Bushweller, K. Wuthrich, J. Am. Chem. Soc. 

1993, 115, 9307-9308; b) E. Kupce, R. Freeman, J. Am. Chem. Soc. 2003, 

125, 13958-13959; c) S. Kim, T. Szyperski, J. Am. Chem. Soc. 2003, 125, 

1385-1393; d) J. C. J. Barna, E. D. Laue, J. Magn. Reson. 1987, 75, 384- 

389. 

[5] L. Frydman, T. Scherf, A. Lupulescu, Proc. Natl. Acad. Sci. USA 2002, 99, 
15858-15862. 

[6] S. Mori, C. Abeygunawardana, M. O. Johnson, J. Berg, P. C. M. van Zijl, J. 

Magn. Reson. Ser. B 1995, 108, 94-98. 
[7] a) G. Bodenhausen, H. Kogler, R. R. Ernst, J. Magn. Reson. 1984, 58, 370- 

388; b) A. D. Bain, J. Magn. Reson. 1984, 56, 418-427. 
[8] N. Ivchenko, C. E. Hughes, M. H. Levitt, J. Magn. Reson. 2003, 160, 52- 

58. 

[9] J. Schlagnitweit, G. Zuckerstatter, N. Muller, Magn. Reson. Chem. 2010, 
48, 1 -8. 

[10] D. J. States, R. A. Haberkorn, D. J. Ruben, J. Magn. Reson. 1982, 48, 286- 
292. 

[11] R. R. Ernst, G. Bodenhausen, A. Wokaun, Principles of Nuclear Magnetic 
Resonance in One and Two Dimensions, Clarendon, Oxford, 1987. 

[12] J. Keeler, D. Neuhaus, J. Magn. Reson. 1985, 63,454-472. 

[13] D. Marion, K. Wuthrich, Biochem. Biophys. Res. Commun. 1983, 113, 967- 
974. 

[14] D. Marion, M. Ikura, R. Tschudin, A. Bax, J. Magn. Reson. 1989, 85, 393- 
399. 

[15] a) R. E. Hurd, J. Magn. Reson. 1990, 87, 422-428; b) A. L. Davis, J. Keeler, 
E. D. Laue, D. Moskau, J. Magn. Reson. 1992, 98, 207-216. 

[16] L. E. Kay, P. Keifer, T. Saarinen, J. Am. Chem. Soc. 1992, 114, 10663- 
10665. 

[17] J. Cavanagh, A. G. Palmer, P. E. Wright, M. Ranee, J. Magn. Reson. 1991, 
91, 429-436. 

[18] P. K. Madhu, R. Grandori, K. Hohenthanner, P. Mandal, N. Muller, J. 

Biomol. NMR 2001, 20, 31 -37. 
[19] M. H. Levitt, P. K. Madhu, C. E. Hughes, J. Magn. Reson. 2002, 155, 300- 

306. 

[20] P. Schanda, B. Brutscher, J. Am. Chem. Soc. 2005, 127, 8014-8015. 

[21] K. Pervushin, R. Riek, G. Wider, K. Wuthrich, Proc. Natl. Acad. Sci. USA 

1997, 94, 12366-12371. 
[22] R. Riek, G. Wider, K. Pervushin, K. Wuthrich, Proc. Natl. Acad. Sci. USA 

1999, 96,4918-4923. 
[23] A. Jerschow, N. Muller, J. Magn. Reson. 1998, 134, 17-29. 
[24] P. Giintert, Int. J. Quantum Chem. 2006, 706, 344-350. 
[25] O. W. Sorensen, G. W. Eich, M. H. Levitt, R. R. Ernst, Prog. Nucl. Magn. 

Reson. Spectrosc. 1984, 16, 163-192. 
[26] a) M. Balsera, J. B. Arellano, J. R. Guetierrez, P. Heredia, J. L. Revuelta, 

J. D. L. Rivas, Biochemistry 2003, 42, 1000-1007; b) M. Hornicakova, J. 

Kohoutova, J. Schlagnitweit, C. Wohlschlager, R. Ettrich, R. Fiala, W. 

Schoefberger, N. Muller, Biomol. NMR Assign. 2011, 5, 169-175. 
[27] a) L. E. Kay, M. Kura, R. Tschudin, A. Bax, J. Magn. Reson. 1990, 89, 496- 

514; b) L. E. Kay, G. Y. Xu, A. U. Singer, D. R. Muhandiram, J. D. Forman- 

Kay, J. Magn. Reson. Ser. B 1993, 101, 333-337. 
[28] M. Nausner, M. Goger, E. Bendet-Taicher, J. Schlagnitweit, A. Jerschow, 

N. Muller, J. Biomol. NMR 2010, 48, 157-167. 
[29] M. Piotto, V. Saudek, V. Sklenar, J. Biomol. NMR 1992, 2, 661 -666. 



Keywords: accelerated acquisition ■ axial peak suppression • 
multi-dimensional NMR • multiplex-phase cycling • NMR 
spectroscopy 



Received: July 8, 2011 
Revised: September 14, 2011 
Published online on November 16, 2011 



346 www.chemphyschem.org © 2012 Wiley-VCH Verlag GmbH &Co. KGaA, Weinheim ChemPhysChem 2012, 13, 342 - 346 



